[Videodensitometric and electromagnetic flow measurements in aorto coronary bypass grafts (author's transl)].
Electromagnetic flow measurements in aorto coronary bypass grafts and cine angiography were performed simultaneously during bypass surgery. Using the front velocities of injected boli of contrast medium the videodensitometric measurement (QVD) overestimates the electromagnetically measured flow (QEM) systematically about 20% (QVD = 1.26 . QEM = 4 ml/min; Syx = 10.8 ml/min; r = 0.97). During the passage of the front of the contrast medium through the videodensitometric measuring windows, the flow is altered by the injection about + 13.6 ml/min on an average.